Introduction
============

Ursodeoxycholic acid or ursodiol (3α, 7-β-dihydroxy-5-β-cholanic acid \[UDCA\]) is a bile acid that naturally occurs in small amounts in human plasma. It acts physiologically in the regulation of cholesterol, reducing the rate at which the intestine absorbs and synthesizes these molecules.[@b1-cpaa-11-001],[@b2-cpaa-11-001] For this reason, UDCA is used pharmacologically in pathologies where there is dysfunction of that regulation, such as for the treatment of gallstones formed by cholesterol, postcholecystectomy syndrome, primary biliary cirrhosis, dyskinesias, hypercholesterolemia and hypertriglyceridemia, cholestasis, and chronic hepatitis, among others.[@b3-cpaa-11-001]--[@b6-cpaa-11-001]

After ingestion, UDCA passes through the liver where, by amidation processes, it is conjugated with glycine or taurine, originating from its main metabolites glycoursodeoxycholic acid ((N-\[(3α,5β,7β)-3, 7-dihydroxy-24-oxocholan-24-yl\]-glycine \[GUDCA\]) and tauroursodeoxycholic acid (2-\[\[(3α,N-(3α,7β-dihydroxy-5β-cholan-24-oyl)-taurine \[TUDCA\]). After being secreted into the hepatic bile ducts, these conjugates are concentrated in the gallbladder and expelled into the duodenum, where their pharmacological functions will be performed.[@b4-cpaa-11-001],[@b5-cpaa-11-001],[@b7-cpaa-11-001] Therefore, it is necessary to quantify both the unaltered drug (UDCA) and its metabolites (TUDCA and GUDCA) in bioequivalence studies.[@b8-cpaa-11-001] The chemical structures of these compounds are presented in [Figure 1](#f1-cpaa-11-001){ref-type="fig"}.

There are countless researches on new applications of UDCA nowadays, and so far, results have demonstrated that this drug is able to delay the progression of cataract in rats with diabetes induced by hyperglycemia due to its potential antioxidant action;[@b9-cpaa-11-001] the UDCA has also been shown to promote healing in the epithelium of the colonic mucosa of rats and has been identified as a natural regulator of that process;[@b10-cpaa-11-001] the previous studies have also shown that the ursodiol metabolite TUDCA promotes decreased insulin resistance in the liver, skeletal muscle, and adipose tissue in obese rats, and similar results have been obtained in humans;[@b11-cpaa-11-001] UDCA has shown anti-inflammatory effects and promoted functional recovery in rats with spinal cord injury;[@b6-cpaa-11-001] male rats with cholestasis were treated with UDCA and it led to the prevention of the development of obesity associated with hypertension in their male litters,[@b11-cpaa-11-001] among several other studies. The existence of recent research for treatment and control of several pathologies either associated with or not associated with liver problems shows that UDCA has broad therapeutic potential and could well become the target of pharmacological discoveries. This makes the development of generic UDCA drugs especially attractive because it brings with it the possibility of new drug therapies at a lower cost to the population.

Several analytical methods have been developed for determining bile acids in biological fluids, among them the UCDA and its metabolites, each one with its own particularities.[@b3-cpaa-11-001],[@b8-cpaa-11-001],[@b13-cpaa-11-001] The development of a suitable and simple method in LC-MS/MS (HPLC-tandem mass spectrometr y) for UDCA, GUDCA, and TUDCA determination could be useful in enabling an understanding of the original compound's metabolism as well as in obtaining new generic drugs that are more accessible and less costly for the population and the pharmaceutical industry.

This study aimed to develop a new, efficient, and simple methodology for quantification of ursodiol and its main metabolites in low concentrations in human plasma through the use of LC-MS/MS methodology, thereby enabling its application in bioequivalence/bioavailability studies. In addition, a full validation of the method was performed in accordance with the guidelines of the Brazilian National Health Surveillance Agency (ANVISA), which are harmonized with the main international guidelines and are a prerequisite for conducting an in vivo study in human volunteers.[@b14-cpaa-11-001]

Materials and methods
=====================

Materials
---------

The UDCA reference standard was purchased from British Pharmacopeia (Queen's Road, Teddington, UK), and its metabolites, TUDCA sodium salt and GUDCA, were purchased from Synfine Research (Ontario, Canada), while their respective deuterated internal standards (ISs) were purchased from IsoSciences (Pennsylvania, Ambler, USA). Human plasma was obtained from UNIFAG (Bragança Paulista, SP, Brazil). The type I water HPLC grade was obtained internally using a Millipore Academic purification system. Acetonitrile and methanol (MeOH) were purchased from J.T. Baker-Avantor (Xalostoc, Mexico), and ammonium acetate, hydrochloric acid (HCl), diethyl ether, dichloromethane, ammonium hydroxide, and ethyl acetate were purchased from EMD Millipore (Billerica, MA, USA).

Stock solutions and standards
-----------------------------

The stock solutions of analytes (UDCA, GUDCA, and TUDCA) and their respective deuterated IS were prepared by mixing appropriate amounts of the standards with MeOH to obtain solutions at the respective concentrations: 100.0 μg/mL for TUDCA, TUDCA D~4~, and GUDCA D~4~; 200.0 μg/mL for UDCA D~4~, and 500.0 μg/mL for UDCA and GUDCA. The stock solutions were stored in a refrigerator with controlled temperature in a range of 2°C--8°C±2°C.

From these solutions, the respective working solutions were prepared and used to obtain the calibration curve composed of eight points in the range of 15--10,000 ng/mL for UDCA/GUDCA and 5--500 ng/mL for TUDCA. Spiking was performed on human plasma with an appropriate amount of each analyte. Quality controls (QCs) were spiked similarly to calibration curve points at the concentration of 45, 5,000, and 8,000 ng/mL for UDCA/GUDCA and 15, 250, and 400 ng/mL for TUDCA.

Sample preparation
------------------

### UDCA

The UDCA samples were prepared by liquid--liquid extraction done by shaking 450 μL of UDCA spiked plasma samples with 50 μL of 9.0 μg/mL UDCA D~4~ solution prepared in MeOH, 50 μL of 1M HCl solution, and 1,250 μL diethyl ether/dichloromethane (70:30 v/v) for 5 minutes on a shaker table and then centrifuged for 10 minutes (relative centrifugal force \[RCF\]: 18,506× *g*, 4°C). 850 μL of the supernatant was transferred to another microtube and reserved. 1,250 μL of diethyl ether/dichloromethane (70:30 v/v) was added to the remaining plasma; it was shaken for 5 minutes and then centrifuged for 10 minutes (RCF: 18,506× *g*, 4°C). 850 μL of supernatant was transferred to the reserved microtube and was dried under nitrogen flow and resuspended in 150 μL of acetonitrile/ammonium acetate 10 mM/ammonium hydroxide (70:30:0.1 v/v/v), was shaken for 2 minutes, and then 30 μL was injected for analysis.

### GUDCA

Like the UDCA samples, the GUDCA samples were prepared by liquid--liquid extraction, shaking 300 μL of GUDCA spiked plasma with 50 μL of 3.0 μg/mL glycosodeoxycholic D~4~ solution in MeOH and 50 μL of 1M HCl solution for 1 minute on a shaker table. Then, 1,250 μL of diethyl ether/dichloromethane (70:30 v/v) was added, and the sample was shaken again for 5 minutes and then centrifuged for 10 minutes (RCF: 18,506× *g*, 4°C). 900 μL of the supernatant was transferred to another microtube. This was dried under nitrogen flow and resuspended in 150 μL of acetonitrile/ammonium acetate 10 mM/ammonium hydroxide (70:30:0.1 v/v/v), shaken for 2 minutes and then 15 μL were inject for analysis.

### TUDCA

TUDCA samples were prepared by deproteinization extraction (precipitation), shaking 400 μL of TUDCA spiked plasma with 50 μL of 2.0 μg/mL TUDCA D~4~ solution in acetonitrile (MeCN) and 1,250 μL of ethyl acetate for 3 minutes on a shaker table and then centrifuged for 5 minutes (RCF: 18,506× *g*, 4°C). Samples were frozen for 10 minutes in a −70°C freezer, the supernatant was discarded, and after complete thawing of the residual sample, 600 μL of acetonitrile was added. The mixture was shaken for 5 minutes and centrifuged for 10 minutes (RCF: 18,506× *g*, 4°C). 500 μL of supernatant was transferred to another microtube, 150 μL of Milli-Q ultrapure water was added and shaken for 2 minutes, and then 20 μL was injected for analysis.

Chromatography and quantification
---------------------------------

The chromatographic systems used were HPLC (Shimadzu, Japan) coupled to a Quattro Micro/Quattro Premier mass spectrometer (Waters, Milford, MA, USA) for each of the three analytes. The chromatographic separation was done through a Phenomenex Luna 5μ C18 100A 250 × 4.6 mm (Torrence, USA) column for the three analytes, with a mobile phase consisting of acetonitrile/ammonium acetate 30 mM (420:580, v/v), pH 7.0, for the UDCA; acetonitrile/ammonium acetate 10 mM/ammonium hydroxide (400:600:0.5, v/v/v), pH 9.0, for the GUDCA; and acetonitrile/ammonium acetate 10 mM (570:430, v/v), pH 7.0, for the TUDCA. The mobile phase flows were set at 0.450 mL/min for UDCA (with gradient: 0.01--0.51 minute, 0.45 mL/min -- 50 kgf; 0.52--1.90 minutes, 2.00 mL/min -- 200 Kgf; 1.91 minute, 0,45 mL/min -- 50 kgf), 0.700 mL/min for GUDCA (with gradient: 0.01--2.50 minutes, 0.700 mL/min -- 85 kgf; 2.51--4.75 minutes, 0.35 mL/min -- 44 kgf; 4.76 minute, 0.700 mL/min -- 85 kgf), and 0.200 mL/min for TUDCA (with gradient: 0.01--0.1 minute/1.21--5.5 minutes and 7.51 minutes, 0.200 mL/min -- 20 kgf; 0.11--1.2 minutes and 5.51--7.5 minutes,1.5 mL/min -- 130 kgf).

The use of a splitter was not necessary. Under the described conditions, the UDCA, GUDCA, and TUDCA elution times are of 3.47, 3.34, and 3.19 with a total run time of 6.50, 5.00, and 8.00, respectively. Ions were monitored by an electrospray ion source (ESI) mass spectrometer, operating in a negative ionization mode, and the transitions measured were m/z 391.30 \> m/z 373.41 for UDCA, m/z 395.42 \> m/z 377.15 UDCA D~4~, m/z 448.46 \> m/z 73.70 for GUDCA, m/z 451.92 \> m/z 73.70 for GUDCA D~4~, m/z 498.00 \> m/z 79.63 for TUDCA, and m/z 502.44 \> m/z 79.54 for TUDCA D~4~, as shown in [Figures 2](#f2-cpaa-11-001){ref-type="fig"}[](#f3-cpaa-11-001){ref-type="fig"}[](#f4-cpaa-11-001){ref-type="fig"}[](#f5-cpaa-11-001){ref-type="fig"}[](#f6-cpaa-11-001){ref-type="fig"}--[7](#f7-cpaa-11-001){ref-type="fig"}. The quantification of analytes in human plasma was based on the peak area ratio of the analytes by the IS. The determination of the concentration of analytes in human plasma was determined from calibration curves that were analyzed by linear regression using the least squares method (linear correlation coefficient 1/x[@b2-cpaa-11-001]).

Results and discussion
======================

Method development
------------------

The chromatographic conditions were defined from several internal tests, seeking to obtain a higher peak response, with good resolution, symmetry, and the shortest running time, using the available materials.

The mobile phase for quantification of UDCA was defined after several tests, first acetonitrile/water/ammonium hydroxide (90:10:0.05--20:80:0.05 v/v/v) and acetonitrile/water (60:40 v/v), where the existence of a peak at the same retention time of analyte was observed after testing with blank plasma, which persisted even in the absence of organic modifiers. An increases in water (80 mL) resulted in a slight separation of these peaks when compared to blank samples and spiked samples. These results showed that the peak observed in plasma samples corresponded to an intense eluting with the active. Accordingly, mobile phase tests were performed in several volumes of acetonitrile/water, acetonitrile/ammonium acetate 10 mM/ammonium hydroxide, acetonitrile/water/ammonium hydroxide; acetonitrile/ammonium acetate 10 mM; acetonitrile/ammonium acetate 20 mM; and acetonitrile/ammonium acetate 30 mM. The last solution presented an excellent separation and chromatographic resolution in the proportion of 42:58 (v/v), and so this was the mobile phase chosen for the method. In these tests, the addition of ammonium acetate to the mobile phase favored a decrease in retention time of the peaks, while also minimizing the chromatographic variation and separation between analytes and interferents. The ammonium hydroxide was added as an organic modifier with basic characteristics, but in spite of promoting a significant increase of the electronic signal, it caused a smaller separation and chromatographic resolution. The water increase leads to an electronic signal decrease, making it difficult to quantify the lower limit of quantification (LLOQ), and so it was withdrawn from the final solution.

The mobile phase initially used to quantify the metabolites was acetonitrile/water/ammonium hydroxide (80:20:0.05 v/v/v), which resulted in an electronic signal gain for the two substances. However, these tests revealed peak spreading at the area of interest, so new mobile phases were tested as follows: without ammonium hydroxide, with ammonium acetate in its place, and with the presence of both those modifiers. The mobile phase with 10 mM ammonium acetate only presented the best result for precipitation tests, and so the mobile phase acetonitrile/ammonium acetate 10 mM (57:43 v/v) was used for TUDCA. However, after accuracy tests for GUDCA, interference peaks were observed, and so the mobile phase was changed to acetonitrile/ammonium acetate 10 mM (60:40 v/v), which leads to the separation of those peaks, but it was insufficient. Other proportions were tested: 80:20--50:50--40:60 v/v and the 40:60 v/v that presented the best results. Furthermore, organic modifiers were added to that mobile phase (ammonium hydroxide) in the hopes of improving the signal and chromatographic separation. The new mobile phase demonstrated effectiveness with a proportion of acetonitrile/ammonium acetate 10 mM/ammonium hydroxide (40:60:0.5 v/v/v).

The following columns were also tested for UDCA determination: Synergi Fusion 25 cm, Luna Phenyl Hexyl 25 cm, Ace PFP C18 15 cm, and Luna 5 μ C18 100A 25 cm, the last one being the most efficient in separation of the interferer that eluted after the peak of interest. To stabilize possible variations in the column temperature that could affect its stability, an column oven was coupled keeping it at a temperature of 30°C and the dwell time parameter (speed scan) was increased to minimize the number of scans per seconds, thereby decreasing variations in retention time. For TUDCA and GUDCA, Luna 5 μm C18 100×4.6 mm, Phenomenex C18 100×4.6 mm, Phenomenex 15 cm C18, Phenyl-Hexyl 15 cm, and Luna Phenomenex 5 μ C18 100A 25 cm columns were tested. The last one presented the best results in the separation of interfering peaks that had been found for GUDCA, also in obtaining a satisfactory result for TUDCA.

The UDCA resuspension solution was obtained from several tests to improve the electronic signal. Several proportions of acetonitrile/water/formic acid; acetonitrile/water; acetonitrile/water/ammonium hydroxide; acetonitrile/ammonium acetate 10 mM; and acetonitrile/water/ammonium hydroxide were tested. Although the last option presented a good electronic signal (90:10:0.05 v/v/v), the exclusion of base from the resuspension solution was important for the stabilization of retention time; thus, the solution chosen was acetonitrile/ammonium acetate 10 mM (90/10 v/v). The use of 1M HCl in extractions of GUDCA showed better recovery results. In addition, several tests were performed for resuspension solution of this metabolite: acetonitrile/ammonium acetate 10 mM/ammonium hydroxide in 40:60:0.5, 80:20:01, and 70:30:0.1 v/v/v proportions, and the last option was chosen since it assisted in the elimination of peak spreading problems.

During extraction tests, the liquid--liquid technique was used because it is the most suitable method for predominantly nonpolar compounds, such as UDCA and GUDCA, especially because in its extraction process was made use of solvents and reagents with this characteristic. For TUDCA, the deproteinization technique was used due to its polar nature. The solid phase method, albeit cleaner and more effective, was not chosen due to its high cost, which made it infeasible for the purpose of this study.

For UDCA analysis, a flow of 0.450 mL/min was defined based on the gradient tests, which led to a considerable reduction in the time for each analysis. The channels defined were MRM m/z 391.30 ˃ m/z 373.5 for UDCA and MRM channel m/z 395.3 ˃ m/z 377.1 for UDCA D~4~ operating on ESI in a negative ionization mode (ESI--). The m/z 391.20\> m/z 355.04 channel was also tested for the analyte, but showed chromatographic interferences and poor solubility. For metabolites, signals of their respective masses were only observed in a negative ionization mode (ESI--), using a flow of 0.700 mL/min for GUDCA and 0.200 mL/min for TUDCA, and a gradient was also necessary. The channels were defined as specified earlier.

Thus, a test of accuracy and precision was carried out to confirm the efficiency and effectiveness of the method. With the chosen technique, a triplicate curve was obtained, nine QCs of each concentration and nine LLOQs (lower limit of quantification) for each compound separately (UDCA, GUDCA, and TUDCA). The test was injected and reinjected. There was no change in the analytes' retention times.

Validation of the analytical methodology
----------------------------------------

### Selectivity

Selectivity is the ability of a method to differentiate and quantify the analyte and IS in the presence of other components of the sample. In this test, it is necessary to compare the biological matrix, obtained from different sources, to investigate interferents that may affect the selectivity of method. Thus, lipemic samples (with high lipid content) and hemolysate (containing lysed erythrocytes) must also be tested.[@b15-cpaa-11-001]--[@b17-cpaa-11-001] To confirm the selectivity of the method, blank samples of human plasma obtained from six different individuals were analyzed, with four normal samples, one lipemic sample, and one hemolysed sample for each analyte.

The samples were tested using the extraction procedure and the chromatographic conditions developed to evaluate possible interferences in retention time of the drug and IS. The results were compared with those obtained with processed samples of LLOQ from each analyte ([Figures 8](#f8-cpaa-11-001){ref-type="fig"}[](#f9-cpaa-11-001){ref-type="fig"}--[10](#f10-cpaa-11-001){ref-type="fig"}).

The interfering peak responses near the retention time of the analyte should be less than 20% of the analyte response in the LLOQ samples and less than 5% of the IS response. As a result, there were no significant interfering responses at the retention times of analytes and IS, demonstrating the selectivity of the method in a biological matrix composed of human plasma.

Residual effect (carryover)
---------------------------

The residual effect, or carryover, is the effect generated by the appearance of or increase in the analyte or IS signal from contamination of previous samples. For that to be tested, it is necessary to consecutively inject a blank sample, a sample containing the analyte in the upper limit of quantification (ULOQ) concentration with IS, and then two blank samples.[@b14-cpaa-11-001] To evaluate whether there was any carryover effect, three injections of the same white sample were analyzed, with one made before and two soon after injection of the ULOQ sample.

Results were compared with those obtained in the LLOQ processed sample for each analyte.

The interfering peak responses near the retention time of the analyte should be less than 20% of the analyte response in the LLOQ samples and less than 5% of the IS response. As a result, there were no interfering responses at the retention time of the analytes and IS, ie, no residual effect was observed in the methods developed.

Matrix effect
-------------

Substances coeluted with the analyte, but undetected, may reduce or increase the signal intensity corresponding to the mass transition of that analyte, affecting precision, accuracy, robustness, selectivity, and sensitivity of the method. This is a phenomenon called matrix effect, and its determination in the development and validation stages is fundamental to ensure the reliability and selectivity of the method.[@b18-cpaa-11-001]--[@b21-cpaa-11-001] Therefore, to evaluate whether there was a matrix effect, samples from eight different sources were analyzed (four normal, two lipemic, and two hemolysates), and analyte and IS were spiked at the same concentrations of lower and higher QC. The results were evaluated from the normalized matrix factor (NMF) calculation for the three analytes, respectively. The result showed that there was no significant interference of the plasma matrix.

Lower limit of quantification, linearity, precision, and accuracy
-----------------------------------------------------------------

The established LLOQ was 15 ng/mL for UDCA and GUDCA and 5 ng/mL for TUDCA. A linear response for the peak area ratio (response) vs concentration in a range of 15--10,000 ng/mL for UDCA/GUDCA and 5--500 ng/mL for TUDCA ([Tables 1](#t1-cpaa-11-001){ref-type="table"}[](#t2-cpaa-11-001){ref-type="table"}--[3](#t3-cpaa-11-001){ref-type="table"}, respectively), with a mean linear correlation coefficient of 0.9985 (n=8) or better must be evaluate. Intralot accuracy and precision were determined by the analysis of nine replicates of LLOQ, lower CQ, medium QC, higher QC, and a diluted QC in five levels of concentration extracted on the same day, while the inter-lot evaluation was determined by the analysis of three calibration curves with each one of those nine controls with at least two being on different days. The details of the results obtained in those tests are presented in [Tables 4](#t4-cpaa-11-001){ref-type="table"}[](#t5-cpaa-11-001){ref-type="table"}--[6](#t6-cpaa-11-001){ref-type="table"}.

The samples considered as reinjected were those that were quantified more than once. The validation of reinjection aims to evaluate the validity of this procedure, when necessary.

The validation of the reinjection for each analyte was demonstrated through the results obtained during the precision and accuracy test, where the mean values for each QC (lower quality control \[LQC\], medium quality control \[MQC\], and high quality control \[HQC\]) of the reinjection were evaluated in relation to the means obtained for the samples of the first injection. No deviation above 15% was observed among them.

Stability
---------

The stability of the UDCA, GUDCA, and TUDCA plasma samples was determined in the conditions of use and storage: top-bench, autosampler, freeze--thaw, and long term. The solutions used were also evaluated in the top-bench conditions (room temperature) and in refrigerator conditions. Initially, a calibration curve and samples at lower QC and higher QC concentrations were spiked, extracted, quantified, freshly prepared, and evaluated according to the acceptance criteria of 15% in comparison to the nominal value of each concentration (this criterion was applied to other stabilities, except for solution). After acceptance, the samples are suitable for determining other stabilities. Thus, a fraction of those spiked plasma QCs used in the initial assay was kept on the bench at controlled room temperature (18°C--24°C) for a period of 20 hours and 50 minutes for UDCA, 20 hours and 15 minutes for GUDCA, and 23 hours and 20 minutes for TUDCA. All of them remained stable during the period according to the previously established criterion. The processed samples were kept at autosampler (approximately 22°C), and each QC sample was analyzed in six replicates initially (at zero time) and after 24 hours for the three analytes. The results showed that they remained stable during that period. The spiked samples were also used for the freezing and thawing process in three cycles for each analyte at −20°C. After comparing the results, it was observed that they remained stable after the process.

The long-term stability of the stored (--20°C) spiked human plasma samples was evaluated for each analyte after 133 days (UDCA), 154 days (GUDCA), and 119 days (TUDCA). Comparing the variations between the lower QC and higher QC means from the stored samples in relation to the nominal value, the analyzed compounds remained stable during that period, since the deviations found were in alignment with the established criteria.

Stability analyses were carried out with a primary solution of higher concentration and a work solution of lower concentration for each analyte and its respective IS. The results were evaluated comparing the individual areas of analyte and the individual areas of IS. Comparing the mean values of analyte and IS responses for the solutions analyzed after 25:40 hours (UDCA/UDCA D~4~), 24:40 hours (GUDCA/GUDCA D~4~), and 22:00 hours (TUDCA/TUDCA D~4~) maintained at room temperature and samples analyzed after 29, 18, and 26 days kept under refrigeration, for each analyte and its IS, respectively, with the means obtained from freshly prepared solutions, it can be concluded that the solutions were stable, since the deviations found were less than 10%.

Conclusion
==========

After all those tests, it was concluded that the analytical method was successfully developed and validated, since it did not present matrix effect and residual effect, proving to be selective for the molecules under study, with adequate accuracy and precision. Accordingly, the method was sensitive, having a coefficient of variation less than 20% for the LLOQ of each compound. In this way, the method can be applied in bioequivalence studies to determine ursodiol and its metabolites in a reproducible, simple, and effective way.
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![Chemical structure of UDCA (**A**) and its main metabolites, GUDCA (**B**) and TUDCA (**C**).\
**Abbreviations:** GUDCA, glycoursodeoxycholic acid; TUDCA, tauroursodeoxycholic acid; UDCA, ursodeoxycholic acid.](cpaa-11-001Fig1){#f1-cpaa-11-001}

![MS/MS spectrum of ursodeoxycholic acid: precursor ion m/z 391.3 Da product ion, used to form the monitoring channel, m/z 373.5 Da.\
**Abbreviation:** MS/MS, tandem mass spectrometry.](cpaa-11-001Fig2){#f2-cpaa-11-001}

![MS/MS spectrum of ursodeoxycholic acid D~4~: precursor ion m/z 395.3 Da product ion, used to form the monitoring channel, m/z 377.1 Da.\
**Abbreviation:** MS/MS, tandem mass spectrometry.](cpaa-11-001Fig3){#f3-cpaa-11-001}

![MS/MS spectrum of glycosodeoxycholic acid: precursor ion m/z 448.5 Da product ion, used to form the monitoring channel, m/z 73.7 Da.\
**Abbreviation:** MS/MS, tandem mass spectrometry.](cpaa-11-001Fig4){#f4-cpaa-11-001}

![MS/MS spectrum of glycosodeoxycholic acid D~4~: precursor ion m/z 451.9 Da product ion, used to form the monitoring channel, m/z 73.7 Da.\
**Abbreviation:** MS/MS, tandem mass spectrometry.](cpaa-11-001Fig5){#f5-cpaa-11-001}

![MS/MS spectrum of taurodeoxycholic acid: precursor ion m/z 498.0 Da product ion, used to form the monitoring channel, m/z 79.6 Da.\
**Abbreviation:** MS/MS, tandem mass spectrometry.](cpaa-11-001Fig6){#f6-cpaa-11-001}

![MS/MS spectrum of tauroursodeoxycholic acid D~4~: precursor ion m/z 502.4 Da product ion, used to form the monitoring channel, m/z 79.5 Da.\
**Abbreviation:** MS/MS, tandem mass spectrometry.](cpaa-11-001Fig7){#f7-cpaa-11-001}

![Normal blank plasma PLS 76/2017 related to analyte and internal standard.](cpaa-11-001Fig8){#f8-cpaa-11-001}

![Normal blank plasma PLS 65/2017 related to analyte and internal standard.](cpaa-11-001Fig9){#f9-cpaa-11-001}

![Normal blank plasma PLS 388/2016 related to analyte and internal standard.](cpaa-11-001Fig10){#f10-cpaa-11-001}

###### 

Ursodeoxycholic acid calibration curve data

  Nominal concentration (ng/mL)   Lot 1                      Lot 2                      Lot 3                                          
  ------------------------------- -------------------------- -------------------------- -------------------------- ------- ----------- ---------------------------------------------------
  15                              14,446                     −3.69                      14,635                     −2.44   15,282      1.88
  50                              55,624                     11.25                      54,570                     9.14    37,511      −24.98[a](#tfn1-cpaa-11-001){ref-type="table-fn"}
  100                             102,702                    2.70                       97,945                     −2.05   86,926      −13.07
  1,000                           957,397                    −4.26                      1,018,494                  1.85    1,009,823   0.98
  2,000                           1,967,726                  −1.61                      1,966,279                  −1.69   2,139,443   6.97
  4,000                           3,991,371                  −0.22                      3,893,776                  −2.66   4,109,517   2.74
  6,000                           5,791,528                  −3.7                       5,968,888                  −0.52   6,120,767   2.01
  10,000                          9,930,706                  −0.69                      9,836,070                  −1.64   9,848,776   −1.1
  **Equation**                    y=0.00139156 x+0.0191452   y=0.00134053 x+0.0230972   y=0.00130278 x+0.0385574                       

**Note:**

Deviations above the allowed limit of 15%, this value was not included in the calculation of the curve equation.

###### 

Glycoursodeoxycholic acid calibration curve data

  Nominal concentration (ng/mL)   Lot 1                      Lot 2                       Lot 3                                           
  ------------------------------- -------------------------- --------------------------- --------------------------- ------- ----------- -------
  15                              14,906                     −0.63                       14,932                      −0.45   15,131      0.87
  50                              50,538                     1.08                        50,543                      1.09    48,650      −2.70
  100                             102,042                    2.04                        100,792                     0.79    99,197      −0.80
  1,000                           991,528                    −0.85                       1,010,979                   1.10    1,036,006   3.60
  2,000                           2,037,794                  1.89                        1,988,106                   −0.59   2,017,091   0.85
  4,000                           4,036,213                  0.91                        3,938,251                   −1.54   4,044,814   1.12
  6,000                           5,974,005                  −0.43                       6,082,838                   1.38    5,968,408   −0.53
  10,000                          9,599,408                  −4.01                       9,823,318                   −1.77   9,758,223   −2.42
  Equation                        y=0.0019909 x+0.00610845   y=0.00199617 x+0.00795389   y=0.00196984 x+0.00750074                       

###### 

Tauroursodeoxycholic acid calibration curve data

  Nominal concentration (ng/mL)   Lot 1                      Lot 2                      Lot 3                                        
  ------------------------------- -------------------------- -------------------------- ------------------------- -------- --------- ---------------------------------------------------
  5                               4,932                      −1.37                      4,871                     −2.58    5,162     3.24
  10                              9,956                      −0.44                      10,692                    6.92     9,750     −2.50
  20                              21,486                     7.43                       19,238                    −3.81    18,245    −8.77
  50                              52,590                     5.18                       53,262                    6.52     51,009    2.02
  100                             85,046                     −14.95                     88,543                    −11.46   81,921    −18.08[a](#tfn2-cpaa-11-001){ref-type="table-fn"}
  200                             184,987                    −7.51                      186,820                   −6.59    184,426   −7.79
  300                             313,981                    4.66                       321,609                   7.20     324,854   8.28
  500                             534,977                    7.00                       518,950                   3.79     527,573   5.51
  Equation                        y=0,00403375 x+0,0125843   y=0,00412367 x+0,0123351   y=0,00427581 x+0,010892                      

**Note:**

Deviations above the allowed limit of 15%, this value was not included in the calculation of the curve equation.

###### 

Intraassay and interassay analyses of UDCA

  Intraassay precision and accuracy                                                                                                                            
  --------------------------------------- ------------------ ------------------ ------------------ ----------- ----------- ----------- ----------- ----------- -----------
  Mean                                    43,134             47,043             44,674             4,969,571   4,988,898   5,025,576   7,841,509   8,020,286   8,046,401
  SD                                      4,355              3,291              6,381              99,720      95,988      96,083      101,452     125,976     136,082
  CV (%)                                  10,097             6,995              14,283             2,007       1,924       1,912       1,294       1,571       1,691
  RSE (%)                                 −4,147             4,539              −0,723             −0,609      −0,222      0,512       --1,981     0,254       0,580
  **Replicates (n=9)**                    **DQC (lot 1**)    **DQC (lot 2**)    **DQC (lot 3**)                                                                
  Mean                                    4,350,024          4,300,213          4,339,477                                                                      
  SD                                      95,800             80,391             90,442                                                                         
  CV (%)                                  2,202              1,869              2,084                                                                          
  RSE (%)                                 2,354              1,181              2,105                                                                          
  **Replicates (n=9)**                    **LLOQ (lot 1**)   **LLOQ (lot 2**)   **LLOQ (lot 3**)                                                               
  Mean                                    14,550             17,823             14,773                                                                         
  SD                                      1,737              3,514              2,199                                                                          
  CV (%)                                  11,938             19,714             14,886                                                                         
  RSE (%)                                 −3,002             18,823             −1,513                                                                         
  **Interassay precision and accuracy**                                                                                                                        
  **Replicates (n=27)**                   **LQC**            **MQC**            **HQC**            **DQC**     **LLOQ**                                        
  Mean                                    44,950             4,994,682          7,969,399          4,329,905   15,715                                          
  SD                                      4,938              96,413             149,527            88,353      2,921                                           
  CV (%)                                  10,984             1,930              1,876              2,041       18,586                                          
  RSE (%)                                 −0,110             −0,106             −0,383             1,880       4,769                                           

**Note:** Nominal concentration: LQC=45 ng/mL, MQC=5,000 ng/mL, HQC=8,000 ng/mL, DQC=4,250 ng/mL (1:3), LLOQ=15 ng/mL.

**Abbreviations:** CV, coefficient of variation; LLOQ, lower limit of quantification; RSE, relative standard error; UDCA, ursodeoxycholic acid; LQC, lower quality control; MQC, medium quality control; HQC, high quality control; DQC, dilution quality control; LLOQ, lower limit of quantification.

###### 

Intraassay and interassay analyses of GUDCA

  Intraassay precision and accuracy                                                                                                                            
  --------------------------------------- ------------------ ------------------ ------------------ ----------- ----------- ----------- ----------- ----------- -----------
  Mean                                    49,594             48,943             45,502             5,008,555   5,136,619   4,991,153   7,990,112   7,935,940   7,928,215
  SD                                      1,798              2,380              1,653              125,575     51,237      103,896     113,847     148,415     82,064
  CV (%)                                  3,625              4,863              3,633              2,507       0,997       2,082       1,425       1,870       1,035
  RSE (%)                                 10,209             8,761              1,117              0,171       2,732       −0,177      −0,124      −0,801      −0,897
  **Replicates (n=9)**                    **DQC (Lot 1**)    **DQC (ot 2**)     **DQC (lot 3**)                                                                
  Mean                                    4,474,390          4,356,945          4,398,951                                                                      
  SD                                      73,523             37,072             108,721                                                                        
  CV (%)                                  1,643              0,851              2,472                                                                          
  RSE (%)                                 5,280              2,516              3,505                                                                          
  **Replicates (n=9)**                    **LLOQ (lot 1**)   **LLOQ (lot 2**)   **LLOQ (lot 3**)                                                               
  Mean                                    14,206             15,777             16,376                                                                         
  SD                                      0,951              1,570              0,738                                                                          
  CV (%)                                  6,691              9,949              4,508                                                                          
  RSE (%)                                 −5,292             5,181              9,176                                                                          
  **Interassay precision and accuracy**                                                                                                                        
  **Replicates (n=27)**                   **LQC**            **MQC**            **HQC**            **DQC**     **LLOQ**                                        
  Mean                                    48,013             5,045,442          7,951,422          4,410,095   15,453                                          
  SD                                      2,631              115,542            116,727            90,415      1,440                                           
  CV (%)                                  5,481              2,290              1,468              2,050       9,318                                           
  RSE (%)                                 6,696              0,909              −0,607             3,767       3,022                                           

**Note:** Nominal concentration: LQC=15 ng/mL, MQC=250 ng/mL, HQC=400 ng/mL, DQC=212,5 ng/mL (1:3), LLOQ=5 ng/mL.

**Abbreviations:** CV, coefficient of variation; GUDCA, glycoursodeoxycholic acid; LLOQ, lower limit of quantification; RSE, relative standard error; LQC, lower quality control; MQC, medium quality control; HQC, high quality control; DQC, dilution quality control.

###### 

Intraassay and interassay analyses of TUDCA

  Intraassay precision and accuracy                                                                                                                   
  --------------------------------------- ------------------ ------------------ ------------------ --------- ---------- --------- --------- --------- ---------
  Mean                                    14,843             14,920             14,925             241,927   257,640    241,975   384,426   411,694   391,201
  DP                                      0,695              0,734              0,538              3,721     9,500      5,816     6,155     6,933     7,451
  CV (%)                                  4,681              4,919              3,603              1,538     3,687      2,403     1,601     1,684     1,905
  EPR (%)                                 −1,049             −0,531             −0,498             −3,229    3,056      --3,210   --3,893   2,923     --2,200
  **Replicates (n=9)**                    **DQC (lot 1**)    **DQC (lot 2**)    **DQC (lot 3**)                                                       
  Mean                                    206,005            221,047            214,779                                                               
  DP                                      3,849              3,167              8,932                                                                 
  CV (%)                                  1,868              1,433              4,159                                                                 
  EPR (%)                                 −3,056             4,022              1,072                                                                 
  **Replicates (n=9)**                    **LLOQ (lot 1**)   **LLOQ (lot 2**)   **LLOQ (lot 3**)                                                      
  Mean                                    5,032              4,971              4,993                                                                 
  DP                                      0,587              0,634              0,622                                                                 
  CV (%)                                  11,659             12,745             12,450                                                                
  EPR (%)                                 0,640              −0,587             −0,144                                                                
  **Interassay precision and accuracy**                                                                                                               
  **Replicates (n=27)**                   **LQC**            **MQC**            **HQC**            **DQC**   **LLOQ**                                 
  Mean                                    14,896             247,181            395,774            213,944   4,998                                    
  DP                                      0,636              9,962              13,530             8,468     0,591                                    
  CV (%)                                  4,271              4,030              3,419              3,958     11,818                                   
  EPR (%)                                 −0,693             −1,128             −1,057             0,679     −0,030                                   

**Note:** Nominal concentration: LQC=45 ng/mL, MQC=5,000 ng/mL, HQC=8,000 ng/mL, DQC=4,250 ng/mL (1:3), LLOQ =15 ng/mL.

**Abbreviations:** CV, coefficient of variation; LLOQ, lower limit of quantification; RSE, relative standard error; TUDCA, tauroursodeoxycholic acid; LQC, lower quality control; MQC, medium quality control; HQC, high quality control; DQC, dilution quality control.
